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Abstract: Injuries caused by the overstraining of muscles could be prevented by means of a system
which detects muscle fatigue. Most of the equipment used to detect this is usually expensive. The
question then arises whether it is possible to use a low-cost surface electromyography (sEMG) system
that is able to reliably detect muscle fatigue. With this main goal, the contribution of this work is the
design of a low-cost sEMG system that allows assessing when fatigue appears in a muscle. To that
aim, low-cost sEMG sensors, an Arduino board and a PC were used and afterwards their validity
was checked by means of an experiment with 28 volunteers. This experiment collected information
from volunteers, such as their level of physical activity, and invited them to perform an isometric
contraction while an sEMG signal of their quadriceps was recorded by the low-cost equipment. After
a wavelet filtering of the signal, root mean square (RMS), mean absolute value (MAV) and mean
frequency (MNF) were chosen as representative features to evaluate fatigue. Results show how the
behaviour of these parameters across time is shown in the literature coincides with past studies (RMS
and MAV increase while MNF decreases when fatigue appears). Thus, this work proves the feasibility
of a low-cost system to reliably detect muscle fatigue. This system could be implemented in several
fields, such as sport, ergonomics, rehabilitation or human-computer interactions.
Keywords: low-cost hardware; electromyography; validation
1. Introduction
Muscle fatigue is a very common occurrence in daily life. In many instances, fatigue can lead
to injury. Consequently, if a fatigue detection system could guide a user in his or her training or
tasks and provide accurate muscle fatigue level readings, unnecessary strain on muscles could be
avoided and thus injuries could also be prevented [1]. Human-computer interfaces using bioelectrical
signals as inputs can become valuable tools in order to improve the life quality of people, especially for
people who have disabilities or injuries. These interfaces provide communication, situation control and
feedback between users and their surroundings. Therefore, it could be very useful to develop systems
based on EMG signals, which could detect risk and alert users. Common classes of bio-signals used
to control assistive devices are [2]: electromyography (EMG) [3], electroencephalography (EEG) [4],
electrooculography (EOG) [5], and fusions of these signals [6].
The benefits of muscle fatigue detection can be implemented in several fields, such as sports
medicine and performance, human-computer interactions, ergonomics [7], rehabilitation medicine,
physiotherapy, neurophysiology, kinesiology and prosthetics. This wide field of uses is the main reason
why this work seeks to demonstrate a procedure to assess and detect muscle fatigue. Furthermore, in
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order to make this procedure more accessible to more people, we will focus on a low-cost system to
carry it out.
Muscle fatigue can be defined as the process of decline of the applied force that a muscle is able
to exert during a period of sustained activity. From a physiological point of view, fatigue is further
defined as the inability to exert any more force or power [8,9]. During a fatiguing contraction, biological
changes happen, such as an increase in metabolite concentrations, changes in muscle fibre conduction
velocity, and alterations in the number of motor units recruited [10]. A muscle fatigues due to the
accumulation of lactic acid in the muscle tissue and the depletion of glycogen (stored glucose), resulting
in a reduction of the muscle’s contractile properties [1]. Directly tracking the physiological processes in
muscle contraction is difficult and impractical. Nevertheless, monitoring the surface electromyogram
can help us detect electrical manifestations of these physiological events. Myoelectric parameters
such as conduction velocity [11], mean frequency, median frequency [9,12] and instantaneous mean
frequency [13–15] also accurately reflect levels of muscle fatigue.
Current research [1] tends to distinguish localized muscle fatigue in two levels: Non-fatigue and
Fatigue. Non-fatigue relates to the muscle state during the contraction that occurs before fatigue begins,
while Fatigue alludes to the start of declining muscular capacity during a muscle contraction. Other
authors [16] mentioned a third level: Transition-to-fatigue. In the Non-fatigue level, a muscle can apply
its maximum force. When the muscle starts to fatigue, there is new recruitment of muscle fibres. This is
the onset of Transition-to-fatigue, and this state is a progressive process until the Fatigue level begins.
This process translates into a drop in myoelectric power from the muscle due to the loss in muscle
conduction velocity. The k-means clustering technique (supervised k-means classifier algorithm) was
used by Al-Mulla et al. [16] to visualize these three fatigue levels, dividing a heterogeneous population
into a set of homogeneous groups of classes.
The EMG signal can be acquired both invasively (by using needle electrodes) and non-invasively
(by placing electrodes on the skin surface). In order to avoid health and comfort problems to the
users, surface electrodes are preferred. There are various non-invasive techniques in order to detect
fatigue, such as ultrasound, electromyography, mechanomyography and near-infrared spectroscopy
for both isometric and non-isometric contractions [1]. Surface electromyography (sEMG) is widely
used for the evaluation of muscle activity and provides valuable information about localized muscle
fatigue by means of changes in signal parameters [17–19], such as time domain parameters, frequency
domain parameters, discrete wavelet transform and non-linear methods, inter alia. The sEMG signal
is a one-dimensional non-stationary time series recorded from the muscle through an electrode
collection [20]. The electrical activity of muscle fibres during contractions generates the sEMG signals,
and the electrodes attached to the skin record these signals in a non-invasive manner [21]. Low-cost
sEMG sensors have been widely applied in the rehabilitation field to control human motions [22–24].
In this work, surface electrodes are used to assess muscle fatigue, and the sEMG signal is acquired by a
low-cost system.
It is important to highlight that most researchers on sEMG are focused on isometric contractions [1].
A muscle contraction is defined as isometric when the joint angle is constrained to be fixed and there
are no changes in muscle length. In that case, the assessment of mean frequency or median frequency
is the gold standard for muscle fatigue evaluation [25]. This is because the EMG frequency parameters
are strongly associated with muscle fibre conduction velocity [9,26,27], and they are specifically
sensitive to changes in the accumulation of metabolites (e.g., H+ and K+) at the local intramuscular
environment [28]. The experiment performed in this work consists of such an isometric contraction of
the quadriceps muscle group, specifically the rectus femoris muscle.
The EMG signal is described by its amplitude and frequency, because changes in these parameters
happen when fatigue occurs [17,18,29]. During fatigue contraction, the sEMG amplitude is found
to increase [30,31], but that change may not be significant. At the same time, there is a decrease in
frequency parameters of the sEMG [32–34]. The sEMG signals acquired in this work are analysed
both in terms of amplitude and time domain. Muscle characteristics differ from person to person.
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Therefore, there is no simple function of muscle load and timing that defines a precise muscle fatigue
threshold [35]. The aforesaid notwithstanding, electric current measurement in a muscle can detect
myoelectric manifestations of fatigue via changes in signal amplitude and frequency [36].
Despite sEMG being a common method in muscle fatigue research, this technique has some
shortcomings, such as signal noise or incorrect electrode placement, inter alia. But there are ways
to ameliorate these issues. There are algorithms that can reduce noise while maximizing the sEMG
signal. Concerning the electrode placement, important for the reliability of signal, electrodes must be
positioned in such a way as to minimize crosstalk with the signal from nearby muscles [37]. Research
has led to proposed standards for placement to ensure repeatability. The European SENIAM (Surface
ElectroMyoGraphy for the Non-Invasive Assessment of Muscles) project [38] proposed a standard
electrode placement for 27 different muscles as well as recommendations for recording and processing
sEMG signals. According to this proposal, an optimal electrode location exists for some muscles in
the lower limbs in order to ensure that electrodes are positioned between the innervation zone and
the tendon. This work has followed this protocol. In addition, several techniques validated by past
research have been used to reduce signal noise, which will be explained later.
On another front, lack of exercise increases the risk of cardiovascular and chronic diseases as well
as metabolic disorders. According to the World Health Organization [39], insufficient physical activity
is one of the leading risk factors for death worldwide. Globally, one in four adults is not active enough.
More than 80% of the world’s adolescent population is insufficiently physically active. Practising
sports increases the health of blood vessels, and improves body oxygenation and muscle performance.
Since fatigue is part of our daily life and considering the social and economic costs of injuries induced
by overstraining of muscle, we decided to focus on studying muscle fatigue. As a first hypothesis, we
want to analyze if people who are physically active are more fatigue resistant. This hypothesis seeks to
validate the results, as it is known that physically active people are more fatigue resistant.
For this reason, making muscle fatigue detection easier and more accessible could lead to significant
socio-economic benefits. At this point, the second hypothesis in this work arises. The question is
whether it is feasible to use a low-cost system to detect muscle fatigue. Lastly, as a consequence of this
previous point, the third hypothesis consists of proving if this low-cost implementation and equipment
could obtain reliable and valid parameters and results of muscle fatigue detection.
2. Material and Methods
A testbed, in order to detect muscle fatigue, usually involves a volunteer subject performing a
certain task, while the electromyographic signal is recorded by means of sensors placed on the skin.
Afterwards, the acquired signal is post-processed and analysed. In this work, 28 healthy volunteer
subjects performed a fatigue experiment where an isometric contraction of the quadriceps muscle
group was undertaken with the help of a weight stack machine.
This section introduces the experimental approach adopted to test the hypotheses. Section 2.1
introduces the different elements that are part of the engineered testbed, from the questionnaire to the
muscle low-cost signal acquisition equipment. Section 2.2 describes the experiment performed and
explains the steps that have been followed. Finally, Section 2.3 deals with the techniques employed
to generate results, providing an overview of signal filtering and the factors that characterise the
evolution of fatigue along with isometric contraction.
2.1. Testbed Design
The testbed used for this experiment was split into three parts:
1. The first part was focused on getting some information about the volunteers related to their
exercise habits, weight, body measurements, among others, by means of an online questionnaire.
2. The second part was the preparation of each volunteer for the experiment, where some pads were
adhered to the skin of the leg using a specific palpation test.
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3. Finally, the signal of the selected muscle was acquired.
2.1.1. Questionnaire
In order to properly interpret the results of the sEMG signal, it is essential to be aware of the main
characteristics of volunteers who participated in the experiment (age, gender, weight, height, physical
activity, injury status and history, as well as smoke habits). To that aim, a questionnaire was prepared
to be filled in online. Two main factors were highlighted, first the exercise habits of the subject and
second the injuries he or she could have in his or her lower limbs.
It should be added that a criterion must be set for volunteer selection in order to obtain acceptable
results. It is essential that the subjects be healthy because certain health factors, such as any diseases or
pre-existing conditions, will greatly influence the fatigue outcome. Several studies exist which have
looked at this influence. For example, smokers experience greater peripheral muscle fatigue [40]. On
the other hand, sex and age factors also have an influence on muscle fatigue. Generally speaking, men
are stronger than women, but less fatigue resistant during isometric contractions at submaximal and
maximal intensities. Males may experience greater muscle fatigue than females at 40–60% of maximum
voluntary contractions [41,42]. Older subjects show higher electromyographic activity levels [43].
A summary of all the information collected in this questionnaire is shown in the following table
(Table 1).
Table 1. Main characteristics of the subjects who participated in the study.
Genre Age Active Exercise (hour/week) BMI * Height (cm) Weight (kg)
Female 23.7 ± 4.5 2.2 ± 2.4 21.4 ± 2.8 166.1 ± 8.5 59 ± 11.4
Male 24.5 ± 9.3 2.4 ± 3.1 23.4 ± 2.7 174.5 ± 6.7 71.4 ± 10.5
* Body mass index.
2.1.2. Preparation of Each Volunteer
As has been mentioned, 28 healthy volunteer subjects performed a fatigue experiment based
on the isometric contraction of the quadriceps muscle group by means of a weight stack machine.
The experiment protocol was explained to them and they signed an informed consent before their
participation in this research study.
Electrode positioning plays a critical role in achieving accurate and repeatable estimates of sEMG
signal amplitude, spectral variables and muscle fibre conduction velocity [44,45]. Several studies
were consulted in order to identify the optimal electrode placement for muscles in the lower limbs.
The optimal locations to place electrodes are the areas between the innervation zone and tendon
terminations, where the EMG variables estimates are less affected by signal generation and by small
electrode displacements [46].
Before starting the exercises to acquire the sEMG signal of the muscle, each volunteer was prepared
fitted with electrodes on the Rectus Femoris muscle. Electrode placement was chosen by a palpation
test of the area according to information available from an anatomical atlas [47].
Concerning the electrode placement, some researchers suggest standards for the placement to
ensure repeatability. The European SENIAM project recommendations for sensor locations in upper
leg muscles were applied in this work [38]. According to this proposal, the location of each electrode
was chosen according to the following steps:
1. First, subjects were placed on a firm and plane surface.
2. By means of a palpation test, the iliac spine and the superior border of the patella were found.
3. A line between both points was drawn and the location of the electrodes selected. One close to
the superior border of the patella, another on the line close to the belly and the last one on the
side of the patella.
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Proper skin preparation is necessary to reduce the electrode-skin impedance and to obtain a better
fixation of the electrodes. Consequently, the area around the selected position was previously shaved
with a disposable razor blade and cleaned with gauze and alcohol. Before placing the sEMG sensors
the skin must be dry to reduce the skin impedance as low as possible [38].
SENIAM recommends applying the bipolar sEMG electrodes around the sensor location with
an inter-electrode distance around 20 mm. In all experiments, this distance recommendation was
considered. Also, the configuration was bipolar with the positive electrode close to the middle of the
muscle and the negative close to the distal beginning of the rectus femoris. The reference electrode was
placed on the knee joint.
2.1.3. Muscle Sensor Signal Measurement
Different components to build a low-cost device where chosen with the ultimate goal of accurately
measuring muscle response when it is involved in physical exercise. The main conditions to select
those components were the price and their portability. The first condition was of utmost importance
because one of the central objectives of the present study is to develop a measuring system able to
obtain a reliable sEMG signal without spending too much money. The second condition was also vital
because it is important to keep in mind the possibility of using this equipment in as wide a range of
cases as possible.
Price comparisons with some commercial solutions are shown in Table 2, with some
specifications described.
Table 2. Comparison between different commercial systems and the custom low-cost system and its
technical data (Approved by: product is safe according to the applicable directives (CE “Conformité
Européenne”). Classified as: product was designed to be used as . . . Isolated: if the product has internal
electrical isolation, answer is “Yes”; but if the product needs external isolation, answer is “No”).
Plug and Play Devices
Equipment Price (€) Approved by Classified as Isolated
Delsys Trigno (around) 20,000 CE Medical device Yes
Cometa (around) 15,000 CE Biomedical device Yes
biosignalsplux Explorer Up to 1000 CE Research Yes
NeuroNode Up to 14,000 CE Wearable Yes
Customize devices
Equipment Price (€) Approved by Classified as Isolated
Bitalino Up to 150 CE Research device Not
Myoware EMG + Arduino MEGA * 100 CE Research device Not
* Device used in the present paper.
Following the aim of monitoring the behaviour of the muscle, a low-cost EMG sensor (Myoware
muscle sensor) with the characteristics outlined in the following table (Table 3) was used.
Table 3. Technical data of the Myoware Muscle Sensor (AT-04-001). CMRR (Common Mode
Rejection Ratio).
Technical data Myoware Muscle Sensor
Size 0.82” × 2.06”
Output modes EMG Envelope/Raw EMG
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This kind of sensors is designed to be connected with an Arduino board as an acquisition and
processor system. There are different types of Arduino boards available in the market, but for the
requirements of the present study, an Arduino board with the most powerful processing and memory
characteristics as possible (Arduino MEGA) is necessary. The power supply of the sensor was built
into the Arduino board within the necessary level of isolation. This configuration is safe for humans.
Moreover, according to the instructions of the sensor manufacturer, this configuration is usually safe
for the user and only in rare situations would a current loop to the electrical grid be created. In any
case, previous test to check the safety of the system were carried out before starting the experiments
with the volunteers.
Information related to the Arduino MEGA board can be found in Table 4.






Flash Memory (Kb) 256
SRAM (Kb) 8
ADC (bits) 10
Clock Speed (MHz) 16
In addition, a portable computer with Matlab/Simulink [48] was necessary to plug in the Arduino
board and store the acquired data. To that aim, Simulink had to be configured in a specific way.
First of all, and taking into account that this experiment is a first approximation of a future portable
EMG system, the data was stored in the computer instead of in the Arduino board. Simulink stop
time simulation was configured as infinite and communication as an external connection. Also, the
hardware board was defined as Arduino Mega 2560 to deploy the code. This data will be useful for
future analysis.
A diagram of the connections between components is shown in Figure 1.
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Finally, according to the anatomical references [49], electrodes with the characteristics shown in
Table 5 were placed on the leg following the instructions of different studies [38].
Table 5. Technical data of the EMG electrodes.
Technical data EMG electrodes
Shape/Size (Excl. Grip) Round/
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Gel characteristics Conductive and adhesive hydrogel
Sensor Polymer Ag/AgCl coated
2.2. Experiment
The experiment was based on the acquisition of the EMG signal while the volunteers performed
an isometric contraction of the quadriceps muscle group using a eight-stack machine to strengthen
the lower limbs. The applied load in th exercise was 30 kg, and it w s sustained by all the volunteers.
The position adopted by the subjects during the exercise is shown in the picture below (see Figure 2).
From a rest position (at zero seconds), with feet placed in parallel and aligned with the hip, and the back
against the backrest, the subject adopts a posture in which the knee angle (between femur and tibia) is
approximately 90 degrees. The volunteer sh uld maintain this 90-degrees position (rectus femoris
isometric contraction) for 90 s. After that, the subject recovers his or her rest position. Each volunteer
was guided along the exercise in order to ensure they adopt correct and not injurious positions. All
subjects were coached to adopt an appropriate posture in order to activate the rectus femoris until they
felt muscle fatigue.
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Also, with the main idea of being able to follo the evolution of fatigue in the quadriceps muscle
group, other studies were previously checked [50,51] to set the inimum time for the appearance of
muscle fatigue. Therefore, it was considered that the isometric contraction should last 90 s.
The following diagram (Figure 3) represents the different steps that each volunteer completed
when he or she performed the experiment.
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2.3.1. Signal Filtering
Due to the kind of signal, there are various noises that should be eliminated before analysing the
signal. All those noises can come from the adjacent muscles, from the background, from the chemical
composition of the skin and also from movement, inter alia.
Researchers have made strenuous efforts to solve the problem of EMG signal denoising [54–58].
Various digital signal processing techniques are employed, from classical digital filters to modern
filtering techniques such as wavelets. The wavelet transform decomposes a signal into numerous
multi-resolution components and it is used to detect and characterize the short time component within
a non-stationary signal and provides information regarding the time-frequency of the signal [59,60].
Wavelet transforms can be used to characterize the localized frequency content of each motor unit
action potential [61,62]. Therefore, wavelet transform allows extracting features from the EMG signals.
The most used analysis method is the discrete wavelet transform (DWT) [2].
In sEMG signal analysis, the use of wavelets has become more usual [53] because it applies certain
tools that change the time resolution for each frequency. In this way, it gives a higher time result for
high bands and a lower resolution time for low-frequency bands. This method provides better time
and frequency approximation to the physiological signals if compared to the Fourier short transform
procedure, where the resolution for each band is always the same.
Wavelet denoising has the advantage over traditional filtering of removing noise at all frequencies
and can be used to isolate single events that have a broad power spectrum or multiple events that have
varying frequency. Therefore, wavelets can be used to reduce the signal to noise ratio whilst retaining
the fatigue content. However, a methodical process to select the proper wavelet does not exist. The
wavelet selection depends on the signal type (sEMG signal in this case) and the intended purpose
of this technique (the aim with this technique in this work being denoising). According to that, the
wavelet family which most closely matches the sEMG signal will be chosen.
The wavelet technique allows denoising without smoothing out the sharp structures, which
results in a cleaned-up signal that still shows important details. For time series where an aperiodic shift
in the time series is expected, as in this case, we need an orthogonal wavelet. The use of an orthogonal
basis implies the use of the discrete wavelet transform. Several studies [52,53,58,60], in which the
analysed signal was similar to this study, were consulted in order to establish a first approximation of
which wavelet functions could fit better in this work. On the basis of that, different wavelet functions
(in particular, Daubechies and Symlets wavelets) with different number of decomposition levels were
checked in this study. This comparison showed that the best wavelet functions for this application
were symlets wavelets, specifically sym8 wavelet function with a 12-level wavelet decomposition and
the thresholding rule for the denoising method was Bayes-Mean. For this comparison, we used the
Wavelet Toolbox of Matlab (Wavelet Signal Denoiser), which allows you to visualize and automatically
denoise time-series data. By means of this app, one can modify the wavelet function, the number
of decomposition levels, the thresholding strategies, among other denoising parameters, and finally
compare results inspecting the denoised signal, their coefficients and the signal-to-noise ratio.
2.3.2. Estimation of the Fatigue Indicators
The reliability of the pattern classification system depends on the choice of features used to
represent the raw EMG signals [63]. Many authors combine various sets of sEMG parameters based on
the idea that using traditional variables alone is not sensitive enough to determine muscle fatigue. It is
desirable to select several feature parameters for EMG pattern classification since it is very difficult to
extract a single feature parameter that shows the distinctive feature of measured signals [64].
According to some studies [35,65], the assessment of some indicators based on the time domain
method can be used in order to represent muscular effort and fatigue depending on the change of the
sEMG signal.
In the present study, three indicators were calculated, two related to the amplitude and a third
one related to the mean frequency.
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By drawing on the concept of the effect of amplitude, Knowlont et al. [66] confirmed that an
increase in signal amplitude implies the appearance of muscular fatigue. For that reason, two indicators
of the sEMG amplitude were assessed: MAV (mean absolute value) Equation (1) and RMS (root mean














N is the number of samples and xi the value of the signal in the i sample.
Moreover, Mario Cifrek et al. [19] indicates that EMG signal amplitude is not usually used as an
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(3)
f is the frequency value of the EMG power spectrum in frequency interval j, Pj is the EMG power
spectrum in frequency interval j, and M is the length of the frequency interval.
In contrast with the amplitude indicators, a decrease in the result of the MNF implies the
appearance of muscle fatigue.
All those signal treatments have been programmed by means of a script in Matlab with a time
window of 1 s and no overlap. That script was run after each test and the results are presented in the
following section.
3. Results
The information gathered in the experiment is presented below. First, we will look at the
information related to the volunteers’ classification, and later the EMG signal and the indicators needed
to define the behaviour of muscle fatigue.
3.1. Volunteer Classification
The results obtained from the preliminary questionnaire are summarized in this section. Twenty
eight volunteers participated in the study, of whom 54% were women and 46% men. The main
classification parameters, such as age, height and weight, are shown in Table 1.
In order to ascertain if the sample used in the analysis was appropriate, a descriptive statistical
analysis was carried out in which a 95% confidence interval was set. Results showed that the sample
meets the null hypothesis of normal distribution, making it possible to confirm the case of normality in
the procedure
3.2. Surface Electromyography (sEMG) Signal and Evolution of Their Indicators.
In this section we present the EMG data collected during the experiments and the results of the
indicators used to identify the behaviour of fatigue on each of the participants.
Figure 4 shows the raw and filtered EMG signal of two volunteers while they performed the
isometric contraction. What stands out is how the amplitude of the signal increases in time, a factor
that is supported by other indicators. This can mean that the muscle is actively working and feeling
fatigued. Moreover, as it was explained in a previous section, each signal must be filtered before we
can assess its indicators. For that reason, filtering by wavelets was applied to each experiment.
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Figure 4. Example of the raw electromyography (EMG) signal amplitude (mV) captured in the 
experiment across time (s), where it can be observed how the amplitude increases in time. The 
example on the bottom comes from a female who is 24 years old, exercises 3 h a week and has a BMI 
of 24, and the example on top comes from a male who is 23 years old, exercises 3 h a week and has a 
BMI of 23.6. 
In addition, in Figure 5, for a clearer picture of the effects after the signal has been filtered, the 




Figure 5. Signal spectrum of the EMG signal before and after filtering. The example on the left comes 
from a female who is 24 years old, exercises 3 h a week and has a BMI of 24, and the example on the 
right comes from a male who is 23 years old, exercises 3 h a week and has a BMI of 23.6. 
Once the signal was filtered, the MAV, RMS and MNF indicators were assessed by means of a 
programmed Matlab script. These lines show results from two volunteers, a male and a female 
(Figure 6). 
On one hand, we can see how in both examples the average frequency decreases over time, with 
a relatively stable slope. On the other hand, we can observe how the slopes of the MAV and RMS 
increase. All these parameters show how the muscle in both examples is experiencing fatigue, but 
looking at each one separately it is not possible to determine the moment precisely. For that reason, 
in the present work, time fatigue assessment has been accomplished by means of the three indicators 
(MAV, RMS and MEF). Moving ahead with the examples in Figure 6, it can be seen how the slopes 
of the MAV and the RMS change at around 70 and 75 s for both examples. By contrast, the MEF shows 
how the slope becomes slightly negative from this point for the sample on the left and strongly 
negative for the sample on the right. Later it is observed that for both examples the slopes level out 
again. This behaviour happens because the muscles around the quadriceps attempt to support it 
because it, itself, starts to suffer fatigue. 
  
Figure 4. Example of the raw electromyography (EMG) signal amplitude (mV) captured in the
experiment across time (s), where it can be observed how the amplitude increases in time. The example
on the bottom comes from a female who is 24 years old, exercises 3 h a week and has a BMI of 24, and
the example on top comes from a male who is 23 years old, exercises 3 h a week and has a BMI of 23.6.
In addition, in Figure 5, for a clearer picture of the effects after the signal has been filtered,
the frequency spectrum before and after filtering is shown below for the same examples as in the
previous figure.
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Figure 5. Signal spectrum of the EMG signal before and after filtering. The example on the left comes
from a female who is 24 years old, exercises 3 h a we k and has a BMI of 24, and the example on the
right comes from a male who is 23 years old, exercises 3 h a we k and has a BMI of 23.6.
Once the signal as filtered, the V, R S and F indicators ere assessed by means of
a programmed Matlab script. These lines show results fro t o volunteers, a ale and a female
(Figure 6).
On one hand, we can see how in both exa ples the average frequency decreases over time, with
a relatively stable slope. n the other hand, e can observe ho the slopes of the V and RMS
increase. ll these para eters sho ho the muscle in both examples is experiencing fatigue, but
looking at each one separately it is not possible to determine the moment precisely. For that reason, in
the present work, time fatigue assessment has been accomplished by means of the three indicators
(MAV, RMS and MEF). Moving ahead with the examples in Figure 6, it can be seen how the slopes of
the MAV and the RMS change at around 70 and 75 s for both examples. By contrast, the MEF shows
how the slope becomes slightly negative from this point for the sample on the left and strongly negative
for the sample on the right. Later it is observed that for both examples the slopes level out again. This
behaviour happens because the muscles around the quadriceps attempt to support it because it, itself,
starts to suffer fatigue.
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Figure 6. Two time cropped examples of the root mean square (RMS, left vertical axis), mean absolute 
value (MAV, left vertical axis) and mean frequency (MNF, right vertical axis) across time (s). The 
example on the left comes from a female who is 24 years old, exercises 3 h a week and has a BMI of 
24, and the example on the right comes from a male who is 23 years old, exercises 3 h a week and has 
a BMI of 23.6. 
3.3. Fatigue Evolution 
Now we move on to the results obtained after carrying out the exercises of the experiment and 
using the analysis methods outlined above. The results were plotted in Figure 7. This figure 
represents the percentual time in which muscle fatigue appeared in each of the volunteers, 
represented by the letter T and a sub-index for each of the computed variables (min: minimum and 
max: maximum). This time was the fraction between the moment in which fatigue was detected and 
the duration of the isometric contraction. In addition, volunteers were grouped based on the number 
of hours of exercise they practised weekly. 
 
Figure 7. Tendency of the fatigue time versus exercise per week. The results of the experiments were 
grouped on the basis of the number of hours of weekly exercise in order to evaluate the maximum, 
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Qualified personnel in muscle fatigue analysis were consulted in order to compute the fatigue 
time. Moreover, the instant of time in which the subjects manifested to begin to feel the sensation of 
muscle fatigue was registered. This instant of time was later contrasted with the moment of time in 
which the parameters analysed experienced changes. It should be mentioned that the test is 
anonymous, and the volunteers cannot be identified. 
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and the example on the right comes from a male who is 23 years old, ex rcise 3 h a week and has a
BMI of 23.6.
3.3. Fatigue Evolution
Now we move on to the results obtained after carrying out the exercises of the experiment and
using the analysis methods outlined above. The results were plotted in Figure 7. This figure represents
the percentual time in which muscle fatigue appeared in each of the volunteers, represented by the
letter T and a sub-index for each of the computed variables (min: minimum and max: maximum).
This time was the fraction between the moment in which fatigue was detected and the duration of the
isometric contraction. In addition, volunteers were grouped based on the number of hours of exercise
they practised weekly.
 , ,        
. i .
l . i t i fi re.
alifie personnel in muscle fatigue analysis were consulted in order to compute the fatigue time.
Moreover, the instant of time in which the subjects manifested to b gin to feel the sensation of muscle
fatigu was registered. This instant of time was lat r contr sted with the moment of ti e in which the
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parameters analysed experienced changes. It should be mentioned that the test is anonymous, and the
volunteers cannot be identified.
The tendency to fatigue has been assessed by linear regression, the best option to calculate
tendency in this case in order to obtain clear results.
Data analysis was used to group together volunteers who spend the same number of hours per
week exercising, where there is an especially high number of subjects who practise less than two hours
of exercise per week (Table 6).
Table 6. Distribution (%) of the volunteers according to the time they spend practising sport along
the week.
Exercise time ≤ 2 hours > 2 & < 5 hours ≥ 5 hours
Male 32% 4% 11%
Female 32% 14% 7%
As can be seen, most volunteers exercise between 0 to 3 h a week. Furthermore, there is a clear
relationship between the number of hours of exercise and the muscular capacity against fatigue. It is
important to highlight how the tendency for both variables is to increase as any of them rise.
In addition, the following table (Table 7) includes slightly more precise information on each of the
values taken into account.
Table 7. Summary of the information collected from the experiments.
Genre Age (Years) Active Exercise (µ ± σ) (hour/week) Tmax/Tmin (%) * Time (µ ± σ) (%) *
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It is important to underline that results shown in this table have been represented on a percentage
basis due to the fact that some volunteers exceeded for a few seconds the duration of the exercise, even
though the duration was set to 90 s and warnings at the beginning and at the end were included.
4. Discussions
There are many references [1,28,67–73] in which sEMG signals were used to characterize muscle
fatigue. Most studies reported no significant difference between electromyographic and metabolic
thresholds. There is a great variety in study protocols, measurement techniques and data processing.
Furthermore, threshold detection fro the quadriceps femoris muscle group (vastus medialis, vastus
lateralis, and rect s fe oris) is reco ended [67]. Evaluating the status of the muscle while a person
performs an exercise or a t sk can prevent musc lar overstraining and, consequently, possible injuries.
In today’s market there are several commercial and advanced solutions that provide he possibility to
precisely measure EMG signals of the muscles, but at a high cost. This ar icle describes a low-cost
system develop d for the d tection of muscle fatigue in order to make this echnique more accessible.
All thi was carried out using low-budget hardware, comprising an Arduino MEGA board and
an EMG Myo are sensor. The whole system was programmed and communicated with a personal
computer that lo ded a code especially designed using Matlab and Simulink. Figure 1 shows a diagram
of the system.
Once a fully-functional device was set up, a number of checks were performed to see if the device
met the desired requirements and it was able to properly detect muscle fatigue. The test consisted
of a 90-s isometric contraction of the quadriceps muscle group using a weight-stack machine with
an applied load of 30 kg. The reaction of the rectus femoris muscle was recorded during that time
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by means of the designed device, later analysed through the data collected and checked to see if the
designed low-cost system meets the requirements.
A group of 28 healthy volunteers, aged between 20 and 35 years, of whom 48% were men and
52% women, were recruited for this trial. All of them were kindly invited to complete an online
questionnaire where they were asked about their exercise habits (weekly hours of exercise, sports
practiced . . . ), injury status and history, smoking habits, and main physical characteristics, resulting in
a distribution as shown in Table 1.
As can be seen, although men have a slightly higher BMI score than women, all volunteers are
within the healthy range (18.5–24.9). It is also evident that the average number of hours that both
groups exercise is above two hours per week, with only a single weekly exercise event. It is also
important to highlight that the value of the standard deviation is almost equal to the average value.
This is because a high number of participants have a completely sedentary life (Figure 6).
All these data suggest that volunteers who exercise less per week will be those in whom fatigue
will appear earlier. The first hypothesis (people who are physically fit are more fatigue resistant) was
really used in this study in order to verify the results obtained by the low-cost EMG system. It has
already been proven that people who exercise regularly are more fatigue resistant. With this in mind,
our results should show the same conclusion.
Once we knew the characteristics of the experimental population, and after checking that the
distribution of the results fulfilled the null hypothesis, the isometric contraction exercise was performed
by the subjects in order to acquire the EMG signal generated by the rectus femoris from the muscular
group of quadriceps.
Due to the fact that the sEMG signal carries a significant noise output, the signal was filtered by
means of wavelets.
Once all the results were available, a series of estimators were calculated in order to be able to trace
the muscular activity and to estimate the moment in which fatigue appeared. These estimators have
been calculated by means of a mathematical Matlab program. MAV and RMS reflect the appearance of
fatigue when their values rise. On the other hand, the mean frequency indicator behaves in the reverse.
When a slope change is noticed, fatigue appears. An example of the evolution of those parameters
can be seen in Figure 6. Furthermore, results were confirmed with the expressed sensations of the
volunteers during the experiment. The instant of time in which each volunteer manifested a sense
of fatigue was recorded and compared to the results in order to confirm the indicator changes in the
graphs at specific seconds.
Most researchers analyse sEMG signals in terms of time-amplitude and frequency domains. The
time domain features are the most popular because of their computational simplicity. For raw EMG
signal analysis, the average rectified value (which measures the average of the absolute signal value)
and the root mean square (which measures the signal power) are typically used [1,74]. De Luca [28,75],
who is a reference guide in the field of EMG, defines these last two parameters as appropriate analysis
methods. The power spectrum density also reveals muscle fatigue when the frequency content of the
signal is compressed proportionally [76]. Frequency-domain features are mostly used to study muscle
fatigue and to recognize movements.
The amplitude of sEMG signals is influenced by the number of active motor units [77], their
discharge rates, and the shape and propagation velocity of the intracellular action potentials [78].
Research on sEMG concludes that an amplitude increase in EMG signal or shifts in the spectrogram
suggest signs of muscle fatigue in static contractions [28,79–82]. Other works about muscle fatigue
during isometric contractions under controlled conditions have established typical sEMG readings in
spectral parameters [1]. These spectral parameters are related to changes in muscle fibre conduction
velocities and subsequent changes in the duration of the motor unit action potential waveform [83].
Petrosky et al. [18] show a decrease in the centre frequency for all muscle groups. It has been shown
that during static contractions, the mean frequency usually decreases [77,84–86]. Other authors [17]
also show changes in amplitude and median frequency when muscles fatigue. The results of this work
Sensors 2019, 19, 3204 15 of 19
show the same behaviour of the sEMG signal when fatigue appears as previous studies. Therefore, this
confirms our third hypothesis. In other words, it is possible to obtain reliable results using a low-cost
system in order to detect muscle fatigue.
The same procedure was applied to all tests. Considering the results shown in Table 6, it can
be seen that the first hypothesis is fulfilled, because the volunteers who were more physically active
needed more time to feel fatigue, and it did not matter whether they were men or women. In addition,
taking into account that fatigue occurs mostly when more than 40% of the test time has elapsed, with
the earliest case being 26% and the latest being 83%, a summary table is presented below to better
describe this distribution.
This table (Table 8) shows, in percentage terms, the number of people who were in a certain level
of physical condition, under 50 s signifying a low physical level, between 50 and 60 a medium physical
level, and over 60 a very good physical level.
Table 8. Distribution (%) of the volunteers according to the time they started feeling muscle fatigue.
Fatigue Time ≤ 50 s > 50 & < 60 s ≥ 60 s
Male 29% 7% 11%
Female 25% 14% 14%
In addition, we can see how the allocation of volunteers between both tables behaves in a very
similar way, reaffirming the first hypothesis and thus proving the effectiveness and behaviour expected
of the system deployed.
Despite shortcomings of sEMG, the low-cost sEMG system and procedure presented in this study
for muscle fatigue assessment may hold some clinical utility, although it is important to understand
the limitations of the chosen tool.
It is essential to know how to place the EMG sensors to get a low noise signal. It is also important
to note that when a fully onboard system is available, the signal will be less noisy.
The current research study recorded and analysed the sEMG data performed only by healthy
subjects. It is essential that the subjects be healthy because certain health factors (such as any diseases
or pre-existing conditions) will greatly influence the fatigue outcome.
The use of sEMG requires knowledge of how the signal is generated. Even though the acquisition
of a signal is moderately easy, inaccurate findings are easily obtained when inappropriate methods
are used.
5. Conclusions
According to the results, the following conclusions can be asserted within this study.
The method used for fatigue detection is valid because it provides results that are reasonable and
easily recognisable. In addition, the entire program has a very small computational weight, which
allows it to be installed in a low-cost system such as the one used in this study, which supports the
second hypothesis expressed at the beginning of the article.
The third hypothesis is considered valid with the results being in accordance with hypothesis one.
The system is valid as the results meet the expectations in hypothesis one, not only because a low-cost
hardware system has been used, but also because implementation using Simulink and the acquisition
system (Arduino) reported good results.
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19. Cifrek, M.; Medved, V.; Tonković, S.; Ostojić, S. Surface EMG based muscle fatigue evaluation in biomechanics.
Clin. Biomech. 2009, 24, 327–340. [CrossRef]
20. Phinyomark, A.; Phothisonothai, M.; Suklaead, P.; Phukpattaranont, P.; Limsakul, C. Fractal Analysis of
Surface Electromyography (EMG) Signal for Identify Hand Movements Using Critical Exponent Analysis.
In Proceedings of the International Conference on Software Engineering and Computer Systems, Pahang,
Malaysia, 27–29 June 2011; Springer: Berlin/Heidelberg, Germany, 2011; pp. 703–713.
Sensors 2019, 19, 3204 17 of 19
21. Merletti, R.; Parker, P.A.; Parker, P.J. Electromyography: Physiology, Engineering, and Non-Invasive Applications;
IEEE Press Series on Biomedical Engineering: Piscataway, NJ, USA; Wiley: Hoboken, NJ, USA, 2004;
ISBN 9780471675808.
22. Castellini, C.; Gruppioni, E.; Davalli, A.; Sandini, G. Fine detection of grasp force and posture by amputees
via surface electromyography. J. Physiol. 2009, 103, 255–262. [CrossRef]
23. Nielsen, J.L.G.; Holmgaard, S.; Jiang, N.; Englehart, K.B.; Farina, D.; Parker, P.A. Simultaneous and
Proportional Force Estimation for Multifunction Myoelectric Prostheses Using Mirrored Bilateral Training.
IEEE Trans. Biomed. Eng. 2011, 58, 681–688. [CrossRef]
24. Peerdeman, B.; Boere, D.; Witteveen, H.; in ’t Veld, R.H.; Hermens, H.; Stramigioli, S.; Rietman, H.; Veltink, P.;
Misra, S. Myoelectric forearm prostheses: State of the art from a user-centered perspective. J. Rehabil. Res.
Dev. 2011, 48, 719–737. [CrossRef] [PubMed]
25. MacIsaac, D.T.; Parker, P.A.; Englehart, K.B.; Rogers, D.R. Fatigue Estimation With a Multivariable Myoelectric
Mapping Function. IEEE Trans. Biomed. Eng. 2006, 53, 694–700. [CrossRef] [PubMed]
26. Lindstrom, L.; Magnusson, R.; Petersén, I. Muscular fatigue and action potential conduction velocity changes
studied with frequency analysis of EMG signals. Electromyography 1970, 10, 341–356. [PubMed]
27. Brody, L.R.; Pollock, M.T.; Roy, S.H.; De Luca, C.J.; Celli, B. pH-induced effects on median frequency and
conduction velocity of the myoelectric signal. J. Appl. Physiol. 1991, 71, 1878–1885. [CrossRef] [PubMed]
28. Luca, C.J. De The Use of Surface Electromyography. Appl. Biomech. 1997, 1–38.
29. Calder, K.M.; Stashuk, D.W.; McLean, L. Physiological characteristics of motor units in the brachioradialis
muscle across fatiguing low-level isometric contractions. J. Electromyogr. Kinesiol. 2008, 18, 2–15. [CrossRef]
[PubMed]
30. Ferguson, S.A.; Marras, W.S.; Allread, W.G.; Knapik, G.G.; Splittstoesser, R.E. Musculoskeletal disorder risk
during automotive assembly: Current vs. seated. Appl. Ergon. 2012, 43, 671. [CrossRef]
31. Staudenmann, D.; van Dieën, J.H.; Stegeman, D.F.; Enoka, R.M. Increase in heterogeneity of biceps
brachii activation during isometric submaximal fatiguing contractions: A multichannel surface EMG study.
J. Neurophysiol. 2014, 111, 984–990. [CrossRef]
32. Li, X.; Shin, H.; Zhou, P.; Niu, X.; Liu, J.; Rymer, W.Z. Power spectral analysis of surface electromyography
(EMG) at matched contraction levels of the first dorsal interosseous muscle in stroke survivors.
Clin. Neurophysiol. 2014, 125, 988–994. [CrossRef]
33. Halim, I.; Omar, A.R.; Saman, A.M.; Othman, I. Assessment of muscle fatigue associated with prolonged
standing in the workplace. Saf. Health Work 2012, 3, 31–42. [CrossRef]
34. Venugopal, G.; Navaneethakrishna, M.; Ramakrishnan, S. Extraction and analysis of multiple time window
features associated with muscle fatigue conditions using sEMG signals. Expert Syst. Appl. 2014, 41, 2652–2659.
[CrossRef]
35. Kumar, S.; Mital, A. Electromyography in Ergonomics; Taylor & Francis: Abington Thames, UK, 1996; ISBN
9780748401307.
36. Asghari Oskoei, M.; Hu, H.; Gan, J.Q. Manifestation of fatigue in myoelectric signals of dynamic contractions
produced during playing PC games. In Proceedings of the 30th IEEE Annual International Conference of the
IEEE Engineering in Medicine and Biology Society, Vancouver, BC, Canada, 20–24 August 2008; Volume
2008, pp. 315–318.
37. Stoykov, N.S.; Lowery, M.M.; Kuiken, T.A. A Finite-Element Analysis of the Effect of Muscle Insulation and
Shielding on the Surface EMG Signal. IEEE Trans. Biomed. Eng. 2005, 52, 117–121. [CrossRef]
38. Hermens, H.J.; Freriks, B.; Merletti, R.; Stegeman, D.; Blok, J.; Rau, G.; Disselhorst-Klug, C.; Hägg, G.
European Recommendations for Surface Electromyography. Roessingh Res. Dev. 1999, 8, 13–54.
39. Physical Activity. World Health Organization. 2018. Available online: https://www.who.int/en/news-room/
fact-sheets/detail/physical-activity (accessed on 19 July 2019).
40. Wüst, R.C.I.; Morse, C.I.; de Haan, A.; Rittweger, J.; Jones, D.A.; Degens, H. Skeletal muscle properties and
fatigue resistance in relation to smoking history. Eur. J. Appl. Physiol. 2008, 104, 103–110. [CrossRef]
41. Hunter, S.K. Sex differences in human fatigability: Mechanisms and insight to physiological responses.
Acta Physiol. 2014, 210, 768–789. [CrossRef]
42. Demura, S.; Nakada, M.; Nagasawa, Y. Gender difference in subjective muscle-fatigue sensation during
sustained muscle force exertion. Tohoku J. Exp. Med. 2008, 215, 287–294. [CrossRef]
Sensors 2019, 19, 3204 18 of 19
43. Yoon, T.; De-Lap, B.S.; Griffith, E.E.; Hunter, S.K. Age-related muscle fatigue after a low-force fatiguing
contraction is explained by central fatigue. Muscle Nerve 2008, 37, 457–466. [CrossRef]
44. Rainoldi, A.; Nazzaro, M.; Merletti, R.; Farina, D.; Caruso, I.; Gaudenti, S. Geometrical factors in surface
EMG of the vastus medialis and lateralis muscles. J. Electromyogr. Kinesiol. 2000, 10, 327–336. [CrossRef]
45. Roy, S.H.; De Luca, C.J.; Schneider, J. Effects of electrode location on myoelectric conduction velocity and
median frequency estimates. J. Appl. Physiol. 1986, 61, 1510–1517. [CrossRef]
46. Rainoldi, A.; Melchiorri, G.; Caruso, I. A method for positioning electrodes during surface EMG recordings
in lower limb muscles. J. Neurosci. Methods 2004, 134, 37–43. [CrossRef]
47. Netter, F.H. Atlas of Human Anatomy; Elsevier: Amsterdam, Netherlands, 2011; ISBN 9780323393225.
48. Math Works. Matlab. vol. R2017b. 2017. Available online: https://www.mathworks.com/help/slcoverage/
release-notes-R2017b.html (accessed on 19 July 2019).
49. Garten, H.; Garten, H.M. quadriceps femoris. Muscle Test. Handb. 2013, 196–203.
50. Merletti, R.; Roy, S. Myoelectric and Mechanical Manifestations of Muscle Fatigue in Voluntary Contractions.
J. Orthop. Sport. Phys. Ther. 2013, 24, 342–353. [CrossRef]
51. Carr, J.C.; Stock, M.S.; Hernandez, J.M.; Ortegon, J.R.; Mota, J.A. Additional insight into biarticular muscle
function: The influence of hip flexor fatigue on rectus femoris activity at the knee. J. Electromyogr. Kinesiol.
2018, 42, 36–43. [CrossRef]
52. Von Tscharner, V. Intensity analysis in time-frequency space of surface myoelectric signals by wavelets of
specified resolution. J. Electromyogr. Kinesiol. 2000, 10, 433–445. [CrossRef]
53. Napoli, N.J.; Mixco, A.R.; Bohorquez, J.E.; Signorile, J.F. An EMG comparative analysis of quadriceps during
isoinertial strength training using nonlinear scaled wavelets. Hum. Mov. Sci. 2015, 40, 134–153. [CrossRef]
54. Supuk, T.G.; Skelin, A.K.; Cic, M. Design, development and testing of a low-cost sEMG system and its use in
recording muscle activity in human gait. Sensors 2014, 14, 8235–8258. [CrossRef]
55. Clancy, E.A.; Morin, E.L.; Merletti, R. Sampling, noise-reduction and amplitude estimation issues in surface
electromyography. J. Electromyogr. Kinesiol. 2002, 12, 1–16. [CrossRef]
56. Farina, D.; Merletti, R.; Indino, B.; Graven-Nielsen, T. Surface EMG crosstalk evaluated from experimental
recordings and simulated signals. Reflections on crosstalk interpretation, quantification and reduction.
Methods Inf. Med. 2004, 43, 30–35.
57. Willigenburg, N.W.; Daffertshofer, A.; Kingma, I.; van Dieën, J.H. Removing ECG contamination from EMG
recordings: A comparison of ICA-based and other filtering procedures. J. Electromyogr. Kinesiol. 2012, 22,
485–493. [CrossRef]
58. Conforto, S.; D’Alessio, T.; Pignatelli, S. Optimal rejection of movement artefacts from myoelectric signals by
means of a wavelet filtering procedure. J. Electromyogr. Kinesiol. 1999, 9, 47–57. [CrossRef]
59. Kleissen, R.F.M.; Buurke, J.H.; Harlaar, J.; Zilvold, G. Electromyography in the biomechanical analysis of
human movement and its clinical application. Gait Posture 1998, 8, 143–158. [CrossRef]
60. Laterza, F.; Olmo, G. Analysis of EMG signals by means of the matched wavelet transform. Electron. Lett.
2002, 33, 357. [CrossRef]
61. Katsis, C.D.; Goletsis, Y.; Likas, A.; Fotiadis, D.I.; Sarmas, I. A novel method for automated EMG decomposition
and MUAP classification. Artif. Intell. Med. 2006, 37, 55–64. [CrossRef]
62. Abel, E.W.; Meng, H.; Forster, A.; Holder, D. Singularity Characteristics of Needle EMG IP Signals. IEEE
Trans. Biomed. Eng. 2006, 53, 219–225. [CrossRef]
63. Hudgins, B.; Parker, P.; Scott, R.N. A new strategy for multifunction myoelectric control. IEEE Trans. Biomed.
Eng. 1993, 40, 82–94. [CrossRef]
64. Subasi, A. Classification of EMG signals using combined features and soft computing techniques. Appl. Soft
Comput. 2012, 12, 2188–2198. [CrossRef]
65. Sekulic, D.; Medved, V.; Rausavljevi, N. EMG Analysis of Muscle Load during Simulation of Characteristic
Postures in Dinghy Sailing. J. Sports Med. Phys. Fit. 2006, 46, 20.
66. KNOWLTON, G.C.; BENNETT, R.L.; McCLURE, R. Electromyography of fatigue. Arch. Phys. Med. Rehabil.
1951, 32, 648–652.
67. Ertl, P.; Kruse, A.; Tilp, M. Detecting fatigue thresholds from electromyographic signals: A systematic review
on approaches and methodologies. J. Electromyogr. Kinesiol. 2016, 30, 216–230. [CrossRef]
68. Al-Mulla, M.R.; Sepulveda, F.; Colley, M. An autonomous wearable system for predicting and detecting
localised muscle fatigue. Sensors 2011, 11, 1542–1557. [CrossRef]
Sensors 2019, 19, 3204 19 of 19
69. Rogers, D.R.; MacIsaac, D.T. EMG-based muscle fatigue assessment during dynamic contractions using
principal component analysis. J. Electromyogr. Kinesiol. 2011, 21, 811–818. [CrossRef]
70. González-Izal, M.; Malanda, A.; Gorostiaga, E.; Izquierdo, M. Electromyographic models to assess muscle
fatigue. J. Electromyogr. Kinesiol. 2012, 22, 501–512. [CrossRef]
71. Al-mulla, M.R.; Sepulveda, F. Novel Feature Modelling the Prediction and Detection of sEMG Muscle Fatigue
towards an Automated Wearable System. Sensors 2010, 10, 4838–4854. [CrossRef]
72. Chang, K.-M.; Liu, S.-H.; Wu, X.-H. A Wireless sEMG Recording System and Its Application to Muscle
Fatigue Detection. Sensors 2012, 12, 489–499. [CrossRef]
73. Kahl, L.; Hofmann, U.G. Comparison of algorithms to quantify muscle fatigue in upper limb muscles based
on sEMG signals. Med. Eng. Phys. 2016, 38, 1260–1269. [CrossRef]
74. Huang, X.; Ai, Q. A Comparison of Assessment Methods for Muscle Fatigue in Muscle Fatigue Contraction. In
Information Technology and Intelligent Transportation Systems; Springer: Cham, Switzerland, 2017; pp. 491–501.
75. Basmajian, J.V.; De Luca, C.J. Muscles Alive: Their Functions Revealed by Electromyography; Williams & Wilkins:
Philadelphia, PA, USA, 1985; ISBN 068300414X.
76. Linssen, W.H.J.P.; Stegeman, D.F.; Joosten, E.M.G.; Notermans, S.L.H.; van’t Hof, M.A.; Binkhorst, R.A.
Variability and interrelationships of surface EMG parameters during local muscle fatigue. Muscle Nerve 1993,
16, 849–856. [CrossRef]
77. Moritani, T.; Muro, M.; Nagata, A. Intramuscular and surface electromyogram changes during muscle
fatigue. J. Appl. Physiol. 1986, 60, 1179–1185. [CrossRef]
78. Dimitrova, N.A.; Dimitrov, G. V Amplitude-related characteristics of motor unit and M-wave potentials
during fatigue. A simulation study using literature data on intracellular potential changes found in vitro.
J. Electromyogr. Kinesiol. 2002, 12, 339–349. [CrossRef]
79. Lindstrom, L.; Kadefors, R.; Petersen, I. An electromyographic index for localized muscle fatigue. J. Appl.
Physiol. 1977, 43, 750–754. [CrossRef]
80. Kadefors, R.; Kaiser, E.; Petersén, I. Dynamic spectrum analysis of myo-potentials and with special reference
to muscle fatigue. Electromyography 1968, 39–74.
81. Duchêne, J.; Goubel, F. Surface electromyogram during voluntary contraction: Processing tools and relation
to physiological events. Crit. Rev. Biomed. Eng. 1993, 21, 313–397.
82. Chaffin, D.B. Localized muscle fatigue–definiton and measurement. J. Occup. Med. 1973, 15, 346–354.
83. Bigland-Ritchie, B.; Donovan, E.F.; Roussos, C.S. Conduction velocity and EMG power spectrum changes in
fatigue of sustained maximal efforts. J. Appl. Physiol. 1981, 51, 1300–1305. [CrossRef]
84. Arendt-Nielsen, L.; Mills, K.R. Muscle fibre conduction velocity, mean power frequency, mean EMG voltage
and force during submaximal fatiguing contractions of human quadriceps. Eur. J. Appl. Physiol. Occup.
Physiol. 1988, 58, 20–25. [CrossRef]
85. Naeije, M.; Zorn, H. Relation between EMG power spectrum shifts and muscle fibre action potential
conduction velocity changes during local muscular fatigue in man. Eur. J. Appl. Physiol. Occup. Physiol. 1982,
50, 23–33. [CrossRef]
86. Viitasalo, J.H.; Komi, P. V Signal characteristics of EMG during fatigue. Eur. J. Appl. Physiol. Occup. Physiol.
1977, 37, 111–121. [CrossRef]
© 2019 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).
